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Facsimile Cover Sneet

To: Mr. Earl Wright, NML

Company: NRC
Phone: 404-331-5617
Fax: 404 331-7437

From: Harry Barrick
Company:.
Phone. 410-583-4268
Fax: 410-832-2258

Date: 09/15/95
Pages including this 1
cover page:

Mr Wright,

| was finally able 10 taik with somaone at Amersham concerning source sssemtily (AMMK 5731;
and asso..iated NRC registratior  Ms Cindy Helberger informed me trat fol AMM. has e
registered with the NRC and that that registretion covers the use of the foil source . Custom
hoiders inciuding AMMK.5731  Ms Helberger reccmmended not referencing the AMMK 5731 20
the Lcense since this number could change with mincr changes (0 the configuration or fat~ca 1
process Ms. recommend that Mr Rodger Farns be ccntacted for any furlher questions A
Eerrs Can be reac..c J at A00-323-6655. ext 414

STC recommands the follwing changes to the draft kicanse

liem TA Rep'lace paragraph witr  “Foil Scource Avsumbiy incorporatng NRC
reg'stared Foi! Source, Ame:snaim Model AMM or equivaient Foi source
regist'ation pursuant 10 10 CFR 32 210 ur wG.ivalent Agreement Ctate

Regu ation ~

e BA Because the actual activity of tre has a 10% scinity tolerance. replace
8A with “ Nout lo axcead 17 m.2rosur es per source

STC interprets the “device” referenced in items 21 A and B 12 mean the Gas detectar (IPLUS)
which w | be registered by tha Navy under tre Navai Radioactve Material Peimi (13-C0164 TiN®
Rev. 4)

Piease caii me o’ Ur. Joa Roehl (703-883-0252) f you have any  _estons

/

Sincerey ,,
’ 7, ] e ) //
t’/(/ F\A__Lw/'

bary 3amck




September 5, 1995

TELEFAX
Region I
Mcterials Licensing
Suite 2900 |
101 Marietta St.
Atlanta, GA 30323

FROM: EARL G. WRIGHT, NML
Voice: (404) 331-5617
Fax: (404) 331-7437, or 5559
TO: JOSEPH ROEHL, PH.D.
SCIENCE AND TECHNOLOGY
CORP.
Fax: (703) 663-0432
(4 pages + cover)

Dr. Roehl:

This refers to my telephone conversation of = st week

with you and y.  associates about ycuar license
application of June 30, 1995. As discussed, I am
forwarding :« draft copy of your license for review
and comment as to whether it will meet ycur needs.




The draft is based vn my current understanding that
the source assembly and gas detection device are not
currently registered in accordance with 10 CFR
32.210. (I urerstand that the apphcatlon for regist-
ratlon may be in process.)

The proposed draft license would allow you to re-
ceive and assembly the gas detection system for U.S.
Navy only after written i._ti* cation to NRC of the
Registration number for the . :urce assembly and the
gas detection device.

Please review the draft license and let me know if it
meets your needs. |




| AFT C
| /'lzvz, Loy 70en T
Science and Technology Corp. ~ 45-2534&‘ -
4483 James Madison Parkway, Suite 3 ) 4 o
King George, Virginia 22485 September 30, 2000
— 030-33901
Americium 241 ; A. Foil source assembly A. Not to exceed lOOmicmcutia-pet é
- (Amersham Model No. scurce 15 millicuries total 5
: - AMMK 5731), registered .
,,,,, pursuant to 10 CFR 32.210 K
. or an cquivalent Agreement :
< ate regulation (Note:- Foil
source (Model AMM)
- ir talled in customer holder
by Amerrham)
Authorized Use: ;
A.  Foil source assembly shall be installed and tested, oniy in fimshed gas detection equipment registered
pursuant to 10 CFR 32.210 or an equivalent Agreement State regulation, incident to distribution to :
Department  of the Navy authorized recipients. ;
CONDITIONS

Licensed material shall be used only at the licensee’s facilities located at 400 Interstate Businc.s Park,
Fredericksburg, VA and may be stored and demcnstrated at 4483 James Madison Parkway, Suite 3, King George,
VA. : .

The Radiation Protection Officer for this license is Rodney Dodd or in his absence Harry Barnick, Altemate.
Radiation Safety Consultant Lee Anthony, Ph.D., Physics Associates, Inc.




*".

»d

12.

13.

l6.

17.

1R,

CONDITIONS

anensed material shall be used by, or under the supervision of, Rodney Dodd, or Harry Barrick.? '

A. _ Sealed sources and detector cells shall be tested for leakage and/or contamination at_intervals not to
__exceed 6 months or at such other intervals as specified by the certificate of registration -referred to in 10

~CER 32.210. )

B. S—In the absence of a certificate from & transferor indicatiﬁfthat a leak test has been maderg\yiv,thin6 months
“prior to the transfer, a scaled source or detector cell received from another person shall not be put into
___usc_umil tested. . :

C. _Scaled sources or detector cells noed not be leak tested if, they contain only hydrogen-3 or only
sadioactive gas, or not more than 100 microcuries of beta and/or gamma emitting material or are i
~storage and are not being used. However, when they are removed from storage for use or transferred
“another person, and have not been tested within the roquired leak test interval, they shall be tested before

“use or transfer. No sealed source or detector cell shall be stored for a period of more..than 10 yuli
without being tested for leakage and/or contamination. S

D.  “=The leak test shall be capuble of detecting the presence of 0.005 microcurie of radioactive material oo the.
-tést sample. If the test reveals the presence of 0.005 microcurie or more of removable contamination,

report shall be filed with the U.S. Nuclear Regulatory Commission in accordance with 10 CFR 30.50(bX2)

and the source shall be removed immediately from service and decontaminated, repaired, or disposed o

in accordance with Commission regulations. The report shall be filed within 5 days of the date the leak |

~<gest result is known with the U. S. Nuclear Regulatory Commission, Region 1I, Division of Radiation Safety

_:and Safeguards, Nuclear Material Inspection Section, 101 Marictta Street, Suite, 2900, Atlanta,

‘Georgia 30323-0199. The report shall specify the source involved, the test results, and corrective action,

;;!A{ken.

E. The licensee is authorized to collect leak test samples for analysis by Physics Associates or tests for Ienklg‘
andfor contamination shall be prformed by persons specifically licensed by the Commission or an
Agreement State to perform such services. '

The licensee shall not remove toil sources fror the sousce as<enly identified in Item 7.A above. )

The licensee shall conduct a physical inventory every » months 1 weount for all sources and/or devices received
and possessad under the license.

The licensee shall maiatain records of information important to safe and effective decommissioning at the location -
specified in Condition 10 in accordance with the provisions of 10 CFR 30.35(g) until this license is terminated b

the Commission.
In addition to the possession limits in condition 8, the licensee shall further restrict the possessioﬁ of licensed
matenial. to- quantities below the minimum limit specified in 10 CFR 30.35(d) for establishing decommissioning
financial assurance. ‘

Maintenance, repair, cleaning, replacement and disposal of foil sources identified in ltem 7.A above shall be
performed - only by the source manufacturer or other persons specifically authorized by the Commission or an
Agreement State to perform such services.




ot

CONDITIONS

:The lncenm is lulbonud to transport licensed material only in accordance with the provisions of 10 CFR Part 7l,

and Tmspomnon of Radioactive Material.®

, doéumenuuon. and 2) the U.S. Nuclear Regulatory Commission, Region I1I, ATTN: Cluef Nuclar»
Mamuls Inspection Section, 101 Marietta Street, N.W., Suite 2900, Atlanta, Georgia 30323, has been

‘ W'lhu: 30day: of lhe date of a decision not to complete the facility, acquire equipment, of possess and
g nne authonzed materials, the licensee must notify the NRC, in writing, of that decision.

” \Thelimshall not acquire licensed material in a sealed source ordevncethateonuuns asenledsouree’
“iinless the source and/or device has been registered with the Nuclear Regulatory Commmon wder 10
cmsz.zwor with an Agreement State.

Theﬂmuslnﬂmndslnbuumydevueonmmnghwmdmamﬂ unless thedemandsom
- -combination is registered pursuant to 10 CFR 32.2100r an equivalent Agreement State regulation. In
_addition, the licensee shall provide prior written notification to NRC of the registry number of any source
-ndlor device it intends to distribute.

Except a8 npeclﬁcally provided otherwise in this license, the licensee shall conduct its program in .coordance with
the statemficnts, representations, and procedures contained in the documents including any enclosures, listed below. -
The Nuclear Regulatory Commission's regulations shall govern unless the statements, representations and

procedures”in the licensee's application and correspondence are more restrictive than the regulations.

A Application dated June 30, 1995

FOR THE U.S. NUCLEAR REGULATORY COMMISSION

. By
Region I, Nuclear Materials Licensing Section
101 Marietta Street, Suite 2900
Atlanta, GA 30323
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